
Government of Nepal
Ministry of Home Affairs

Nepal A.P.F Hospital, Procurement Section,
Balambu, Kathmandu, Nepal .. :

Amendment Notice "r. .,...

Date: 2080/08/15
Reference to our notice (IFB No: APFHNCB lcl0312080108l ) Dated 2080101115 published on Nepal Samachar
Patra Daily Newspaper. This is to inform all concerned parties that following point of Technical Specification
has been amended.

Changes made in Gastro medicine related equipments (Electro surgical Unit (ES[I) & Urea Breath Test
Machine) (Contract ! p. No. APFH/NCB I c I 03 I 2OSO I O8t I OO4l
Electro surgical Unit (ES[I)

S.No Current Specification Amended Specification

A.8 Should be able to export and import the
saved programs via an integrated wifi
interface via app

Should be able to export and import the saved programs
via an integrated wifi/ USB/ ethemet interface via app

E.1 The system should be equipped up to
modular type four multifunctional socket
which can be upgradable to Argon plasma
coagulation and waterjet system

The system should be equipped with up to modular type
four socket which can be upgradable to Argon plasma
coagulation.

8.2 The modular design should permit the
system to be combined with other units
accessories( argon plasma flexible probes
and argon plasma rigid handheld
instruments) and a system cart ( plasma
surgery hydro surgery; cryo surgery smoke
evacuation) and should be upgradable to
wateriet system.

The modular design should permit the system to be
combined with other units accessories( argon plasma
flexible probes and argon plasma rigid handheld
instruments) and a system cart ( plasma surgery hydro
surgery; cryo surgery smoke evacuation).

E.3 Software upgrading should be able to be
managed via an integrated Wi-Fi interface

Software upgrading should be able to be managed via an
integrated Wi-Fi / USB/ RS232 interface

E.4 Should have function to export a detailed
report on full usage, activation duration
energy delivered, mode used, effor messages
via an integrated Wi-Fi inerface

Should have function to export a detailed report on full
usage, activation duration enerry delivered, mode used,
error messages via an integrated Wi-Fi/ USB/ RS232
interface

8.7 Stored problem reports should be able to be
accessed via an integrated wi fi interface or
retrieved directly from the unit

Stored problem reports should be able to be accessed via
an integrated wi fi/ USB/ RS232 interface or retrieved
directly from the unit

E.9 Software upgrading should able to be
managed via an integrated Wi-fi interface
(connected with electrosurgical unit)

Software upgrading should able to be managed via an

integrated Wi-fi / USB/ RS232/ interface (connected with
electrosurgical unit)

Urea Breath Test Machine
S.No Current Specification Amended Specification
4.5 Consumables Kit that include collection

card and capsules- 10 box
Consumables Kit that include collection card and
capsules- 100 pcs

S.N S.N./Page Existing point Amended point
Page no.4

SN6
Bids must be submitted through PPMO's e-GP system
www.bolpaffa.gayJu]Lem on or before 12:00 noon on
2080/08/18 Bids received after this deadline will be
rejected.

Bids must be submitted through PPMO's e-GP
system www.bolpatra.gov.np/egp on or before
12:00 noon on2080108125 Bids received after this

/eadline will be rejected.
//

1.



,,
Page no.4
ofSN 7

The bids will be opened in the presence of Bidders'
representatives who choose to attend at 13:00 hrs on
20E0/0E/f 8 at the office of Nepal APFH., Procurement
Section. Bids must be valid for a period of 90 days ffom
the date of bid opening and must be accompanied by
scanned copy of the bid security in pdf format which
shall be valid for 30 days beyond the validity period of
the bid. (i.e. Date 2080-12-19l I April,2024)

The bids willbe opened in the presence of Bidders'
representatives who choose to attend at 13:00 hrs
on 2080/08/25 at the office of Nepal APFH.,
Procurement Section. Bids must be valid for a

period of 90 days from the date of bid opening and

must be accompanied by scanned copy of the bid
security in pdf format which shall be valid for 30

days beyond the validity period of the bid. (i.e.
Date 2080-12-26/ 8 April, 2024)

Page no. 36

tTB24.t
The deadline for bid submission is:

Date:2080i08/18
Time: l2:00 Hrs.

The deadline for bid submission is:

Date:2080/08/25
Time: l2:00 Hrs.

4. Page no. 36

lTB27.t
The bid opening shall take place at:

Date: Date:2080/08/18

Time: 13:00 Hrs.

The bid opening shall take place at:

Date: Date: 2080/08t25

Time: l3:00 Hrs.

Note:-
Fixed Price list of necessary consumables for five years should be provided along with letter of price
bid. Submitted price list of necessary consumables will be invalid in technical bid.

AllothertermsandconditionsofabovementionedlFBNo.APFH/NCBIG/03120801081 shallremainthesame.



Government of Nepal
Ministry of Home Affairs

Nepal A.P.F Hospital, Procurement Section,
Balambu, Kathmandu, Nepal

Amendment Notice
Date: 2080/08/15

Reference to our notice (IFB No: APFHNCB /GlO3/20801081) Dated 2O8OIO7l15 published on Nepal Samachar
Patra Daily Newspaper. This is to inform all concerned parties that following point of Technical Specification
has been amended.

Changes made in Arthroscopy Equipment (Radio Frequency Ablation Machine and Arthroscopy
Accessories) (Contract I D. No. APF H/NCB I G I 03 I 2O8O I O81l OOLI

Radio Frequency Ablation Machine
S.No Current Specification Amended Specification
4.2 Arthroscopy Accessories Arthroscopy Equipment/ Portable Camera

S.N. S.N./Page Existing point Amended point
5. Page no.4

SN6 Bids must be submitted through PPMO's e-GP system
www.bolpatra.gov.np/egp on or before l2:00 noon on
2080/08/18 Bids received after this deadline will be
rejected.

Bids must be submitted through PPMO's e-GP
system www.bolpatra.gov.np/egp on or before
l2:00 noon on 2080/08/25 Bids received after this
deadline will be rejected.

6. Page no.4
ofSN 7

The bids will be opened in the presence of Bidders'
representatives who choose to attend at 13:00 hrs on
2080/08/18 at the office of Nepal APFH., Procurement
Section. Bids must be valid for a period of 90 days from
the date of bid opening and must be accompanied by
scanned copy of the bid security in pdf format which
shall be valid for 30 days beyond the validity period of
the bid. (i.e. Date 2080-12-19l I April,2024)

The bids will be opened in the presence of Bidders'
representatives who choose to attend at l3:00 hrs
on 2080108125 at the office of Nepal APFH.,
Procurement Section. Bids must be valid for a

period of90 days from the date ofbid opening and

must be accompanied by scanned copy of the bid
security in pdf format which shall be valid for 30

days beyond the validity period of the bid. (i.e.
Date 2080-12 -26/ 8 April, 2024)

1 Page no. 38

tTB24.t
The deadline for bid submission is

Date:2080/08/18
Time: 12:00 Hrs.

The deadline for bid submission is

Date: 2080/08/25
Time: 12:00 Hrs.

8 Page no. 38

tTB 27.1
The bid opening shall take place at:

Date: Date:2080/08/18

Time: l3:00 Hrs.

The bid opening shall take place at:

Date:Date: 2080108Ds

Time: l3:00 Hrs.

Note:
.i. Our requirement for RF Machine and Arthroscopy Accessories is minimal invasive nano

technology for the detailed diagnosis of a joint within the OPD setting, to minimize costs related
to MRI setting and hence request for no other amendment.

* Fixed Price list of necessary consumables for five years should be provided along with letter of
price bid. Submitted price list of necessary consumables will be invalid in technical bid.

All other terms and conditions of above mentioned IFB No. APFH/NCB lcl0312080108l shall remain the same
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